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KEY NOTES

1. QUANTITY OF X5320, FILM PROCESSOR, MAY VARY ACCORDING TO WORK LOAD.
2. P6150, SINK, IS REQUIRED ONLY FOR THRU WALL FILM PROCESSOR SYSTEMS, X5320. THIS IS
TO BE LOCATED OUTSIDE THE PROCESSING ROOM AND WITHIN PROXINITY TO THE X5320.
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